[An irradiation technique for the right half of the rat lung using 9 MV photons from a linear accelerator].
Prior to the irradiation of inner organs of animal models with linac photons the organ has to be related to the beam portal using a radiation therapy simulator. This relation becomes possible in an easy way by the method and a special irradiation tray, which are described in this paper.